Coordinating Retrieval and Register Studies Improves Postmarket Surveillance

Peter Ellison PhD, Geir Hallan MD, PhD, Paul Johan Høl PhD, Nils Roar Gjerdet DDS, PhD, Leif I. Havelin MD, PhD

Abstract

Background The relative risk of revision of the Titan® femoral stem due to aseptic loosening increased after 2000; however, the reasons for this have not been established. A retrieval analysis was initiated with the aim of delineating the failure mechanism.

Questions/Purposes  We asked whether aseptic loosening in stems after 2000 was associated with (1) appearance of osteolytic lesions, (2) wear particle exposure, (3) stem damage, or (4) changes to the implant or surgical instrumentation.

Methods Femoral stems, cement, tissue, and radiographs were collected from 28 patients. We assessed the development of osteolytic lesions in 17 patients. Exposure to wear particles was quantified in 18 patients. Stem damage was assessed in 15 patients. We observed differences in the implants by examination of 24 retrieved stems. Information concerning changes to instrumentation was requested from the manufacturer.

Results We found osteolysis in all patients receiving implants after 2000, which was associated with a median dose of cement and stem particles of 14,726/mm². Abra sion covered 59% of the surface of stems implanted from 1999. We identified geometric changes to the stem, the percent weight of aluminum in the stem’s oxide layer decreased from 25% to 14% after 1997 and the rasp used to prepare the femoral cavity changed to a broach in 1999.

Conclusions Stems implanted from 2000 failed through osteolysis induced by particles released from the cement and implant. Changes to implant geometry, surface oxide layer, and surgical tools occurred in the same time frame as the reduction in survivorship.

Introduction

The Norwegian Arthroplasty Register (NAR) has recorded data on primary and revision hip arthroplasty procedures since September 15, 1987. Its main purpose is to function as a surveillance tool to identify inferior implants and techniques as early as possible to avoid their use in large numbers of patients. The resulting system has led to the identification and subsequent withdrawal of a number of
inferior products, which have been documented in the literature [6, 9, 10]. Many countries have now adopted national arthroplasty registers to assess the efficacy of procedures. However, they are designed for treatment surveillance and therefore the underlying failure mechanisms are not always understood. A logical progression of a national register is to incorporate the ability to perform detailed analysis of failure mechanisms. One method of achieving this is through collection and analysis of retrieved implants on a national scale. To demonstrate this, we present the results of our investigation of the increased revision rates observed for the Titan® femoral stem.

The Titan® stem was produced by Landos-Landanger (Chaumont, France) until February 1997 and by DePuy (in the same factory) from February 1997 until 2009 when it was discontinued. It is a straight, double-tapered Muller-type stem with a modular head and with standard and lateralized (+7.7 mm) offset options. It was manufactured from titanium alloy (Ti6Al4V) by forging, machining, and sand blasting to achieve a satin finish and electrochemically anodized, giving it a thickened surface oxide layer. Despite reports of other cemented titanium femoral stems performing unsatisfactorily due to problems such as galvanic corrosion [23] or stem abrasion induced by low stiffness [17, 24] leading to loosening secondary to osteolysis, the Titan® performed well. The NAR reported a success rate of 97% at 8 years for stems implanted between 1987 and 1997; however, the performance deteriorated from about 2000 [5]. A detailed investigation of survivorship revealed the relative risk of revision (RR) from 2001 to 2008 with aseptic loosening as the end point was 4.7 times higher than in the period 1996 to 2000 [8]; however, it could not explain the reasons for the deterioration in results. A retrieval analysis was initiated with the aim of delineating the mechanisms involved in the failures.

We therefore asked whether aseptic loosening in stems after 2000 was associated with (1) appearance of osteolytic lesions, (2) wear particle exposure, (3) stem damage, or (4) changes to the implant or surgical instrumentation.

We examined prerevision radiographs for appearance of osteolytic lesions or radiolucent lines that had not been visible on earlier images. In each case, the earlier image was taken immediately after the primary operation or no less than 7 years before revision. The necessary images were available for analysis in 17 patients. In the remaining two patients, only images immediately before revision were available and therefore no assessment could be made. Images were analyzed using standard measurement functions in ImageJ (NIH, Bethesda, MD, USA). We defined osteolysis as any newly developing cystic lesion with endosteal scalloping [13] greater than 3 mm and assessed its appearance on a three-point scale of endosteal scalloping, no scalloping, and unreadable. The appearance of radiolucency at the prosthesis-cement and cement-bone interfaces was assessed on a three-point scale of gap, no gap, and unreadable. Inter- and intraobserver repeatability of both assessment methods was tested. Two observers (PE, IOM) rated all pairs of images individually. The rater reliability was compared using the intraclass correlation coefficient (ICC), which was greater than 0.99 in all cases.

Samples of periprosthetic tissue from the trochanteric region or the membrane around the femoral stem were collected from 18 patients at revision surgery (Table 1). One of us (PJH) observed cell type and tissue morphology in the tissue using optical microscopy. Particle load and size were analyzed in the same sections by a high-resolution optical darkfield microscope (CytoViva, Inc, Auburn, AL, USA), and the size and dose (number of particles/mm 2) of foreign body particles were measured using image analysis software (NIS-Elements; Nikon, Tokyo, Japan). The composition of particles was determined by energy dispersive x-ray spectroscopy (EDS; ThermoFisher Scientific, Waltham, MA, USA). Polarized light microscopy (Eclipse E200 POL; Nikon) was used to screen for birefringent structures indicative of polyethylene particles.

One of us (PE) quantified the level of abrasion on the stems. So that comparison based on date of implantation could be made, only the 15 stems for which patient notes were available were analyzed. Anterior, posterior, medial, and lateral photographs were taken, and the size of the worn area was calculated using image analysis software (NIS-Elements) and expressed as a percentage of the total area. Before analysis, inter- and intraobserver repeatability of the method was assessed. Two observers (PE, IOM) made 16 measurements of four abraded areas. The rater reliability was compared using the ICC, which was greater than 0.98 in both cases. The damage on each stem was assessed using a semiquantitative grading system [23] consisting of three abrasion levels (1A = small rub marks; 2A = larger areas with intensive polishing; 3A = abraded surface areas with scratches) and three corrosion levels (1C = violet-black-colored oxide film; 2C = voluminous white corrosion

Patients and Methods

Femoral stems, cement, tissue, and AP radiographs were collected from 28 patients whose Titan® femoral stems had been revised (Table 1). Seventeen stems had failed due to aseptic loosening and two due to periprosthetic fracture. A further nine stems were removed without record before the initiation of the study. Patient information could not be traced for these samples as no identification was recorded at the time of collection; however, they were included in the study to increase the chances of capturing design changes (Question 4).
products; 3C = macroscopically visible shallow pits). Before analysis, inter- and intraobserver repeatability of the method was assessed. Two of us (PE, PJH) assessed five stems individually. The rater reliability was compared using the ICC, which was greater than 0.99 in both cases.

Stem design changes were identified by inspecting 24 femoral stems (Table 1). Component catalog, serial, and lot numbers were identified from the implant or obtained from the registry. This allowed for identification of the manufacturer, model, and size of the femoral components. The date of sterilization of the retrieved components was determined from the lot numbers by the current manufacturer for a sample of 21 stems. One of us (PE) visually observed the appearance of all stems. Two Size 11 standard and two Size 14 lateralized stems were reverse engineered through laser scanning, and three-dimensional CAD models were created. Differences in geometry were quantified using standard measurement functions available in CAD software (Creo Elements/Pro; Parametric Technology Corp, Needham, MA, USA). The chemical composition of the stems undamaged surface oxide layer was quantified using EDS. Four measurements were taken on each stem and the mean element composition determined. The surface roughness of the stems was characterized using a profilometer (Mahr GmbH, Göttingen, Germany). Measurements were taken on undamaged surfaces to quantify the original surface finish. The dates of any changes to the tool used to prepare the femoral cavity were requested from the manufacturer and the national distributor, along with samples of components.

All data are shown as mean ± SD unless otherwise stated. Comparison of aluminum contained in the stem’s oxide layer was made using single-way ANOVA, after which minimum significant differences between individual

<table>
<thead>
<tr>
<th>Stem</th>
<th>Group*</th>
<th>Manufacturer</th>
<th>Reason for failure</th>
<th>Samples</th>
<th>Bearing couple (head couple)</th>
<th>Head diameter (mm)</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>A</td>
<td>Landos</td>
<td>Periprosthetic fracture</td>
<td>Patient notes, radiographs, stem</td>
<td>SS/polyethylene</td>
<td>32</td>
</tr>
<tr>
<td>2</td>
<td>A</td>
<td>Landos</td>
<td>Periprosthetic fracture</td>
<td>Patient notes, radiographs, stem, tissue</td>
<td>SS/polyethylene</td>
<td>32</td>
</tr>
<tr>
<td>3</td>
<td>A</td>
<td>Landos</td>
<td>Retrieved before study</td>
<td>Stem</td>
<td></td>
<td></td>
</tr>
<tr>
<td>4</td>
<td>A</td>
<td>Landos</td>
<td>Retrieved before study</td>
<td>Stem</td>
<td></td>
<td></td>
</tr>
<tr>
<td>5</td>
<td>B</td>
<td>Landos</td>
<td>Retrieved before study</td>
<td>Stem</td>
<td>SS/polyethylene</td>
<td>32</td>
</tr>
<tr>
<td>6</td>
<td>C</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, stem, tissue</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>7</td>
<td>C</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, stem, tissue</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>8</td>
<td>C</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, stem, tissue</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>9</td>
<td>C</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, stem, tissue</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>10</td>
<td>C</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, stem, tissue</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>11</td>
<td>C</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, stem, tissue</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>12</td>
<td>C</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, stem, tissue</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>13</td>
<td>C</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, stem, tissue</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>14</td>
<td>C</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, stem, tissue</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>15</td>
<td>C</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, tissue</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>16</td>
<td>C</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, tissue</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>17</td>
<td>C</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, tissue</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>18</td>
<td>C</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, stem, tissue</td>
<td>BioLok® forte/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>19</td>
<td>C</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, stem, tissue</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>20</td>
<td>C</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, stem, tissue</td>
<td>BioLok® forte/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>21</td>
<td>C</td>
<td>DePuy</td>
<td>Retrieved before study</td>
<td>Stem</td>
<td></td>
<td></td>
</tr>
<tr>
<td>22</td>
<td>C</td>
<td>DePuy</td>
<td>Retrieved before study</td>
<td>Stem</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>23</td>
<td>C</td>
<td>DePuy</td>
<td>Retrieved before study</td>
<td>Stem</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>24</td>
<td>C</td>
<td>DePuy</td>
<td>Retrieved before study</td>
<td>Stem</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>25</td>
<td>C</td>
<td>DePuy</td>
<td>Retrieved before study</td>
<td>Stem</td>
<td></td>
<td></td>
</tr>
<tr>
<td>26</td>
<td>C</td>
<td>DePuy</td>
<td>Retrieved before study</td>
<td>Stem</td>
<td></td>
<td></td>
</tr>
<tr>
<td>27</td>
<td>D</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, stem, tissue</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
<tr>
<td>28</td>
<td>D</td>
<td>DePuy</td>
<td>Aseptic loosening</td>
<td>Patient notes, radiographs, stem, tissue</td>
<td>CoCr/polyethylene</td>
<td>28</td>
</tr>
</tbody>
</table>

* For a description of groups, see Table 2; SS = stainless steel; CoCr = cobalt-chromium alloy.
means were calculated according to the T method. Both methods were implemented manually in a computer spreadsheet. We compared the surface roughness measurements using ANOVA. To account for the time difference between product sterilization and usage, a time frame of introduction was estimated by adding 2 and 34 months to the earliest date of sterilization. This range was chosen based on the time between sterilization and implantation of stems analyzed in the retrieval study.

Results

All 17 hips that failed due to aseptic loosening were implanted from 1999 onwards. Sixteen assessed radiographically had developed osteolysis before revision (Fig. 1). No such lesions were observed in hips implanted before 1999 that failed due to periprosthetic fracture.

Microscopically, tissue samples from patients with aseptic loosening showed connective tissue with macrophage infiltration and giant cell formation engulfing particles (Fig. 2A). The median dose of particles observed was 14,726 particles/mm². In a sample of six patients with osteolysis, the dose of polyethylene particles was 0.6 to 4.9 particles/mm² and therefore no further measurements were recorded. The sample from a patient revised for periprosthetic fracture appeared healthy (Fig. 2B), with a dose of 83 particles/mm². EDS analysis of particles indicated they included a mixture of zirconium, titanium, aluminum, and vanadium.

Grade 3A abrasion was observed on all stems implanted from 1999, covering a mean of 59% of the surface. These stems had a characteristic pattern of abrasion on the posteromedial and anterolateral regions. The highest grade of corrosion was 1C or less on 11 stems. On the remaining four stems, we observed localized areas of Grade 3C, no larger than 2 mm².

We identified three changes to the stem and one to the tool used to prepare the femoral cavity. Two stem geometries were observed having one or two introducer holes (Fig. 3), an increased depth of cement key (Table 2), and minor changes in the detailed form of the proximal region (Fig. 4). Further, we observed a higher (p < 0.001) percentage of aluminum in the oxide layer of stems sterilized before 1998 (Table 2), noticeable by a variation in color (Fig. 4). Finally, three manufacturer’s markings were observed. These differences allowed the stems to be separated into four groups, A to D (Table 1), which were produced over separate time periods (Table 2): Group A, up to 1996; Group B, 1998 to 2000; Group C, 1999 to 2001; and Group D, 2007 to 2009. The tool used to cut the femoral cavity changed from a rasp to a broach. The national distributor and current manufacturer reported the broach was introduced into the market in 1999.

Fig. 1A–D AP radiographs show the progression of osteolysis common between incidences of aseptic loosening in Stem 18. (A) At 0.2 years postoperatively, no osteolysis is visible. (B) At 2.5 years postoperatively, osteolysis and a radiolucent line at the stem-cement interface appear. (C) At 4.3 years postoperatively, growth of osteolysis and radiolucency can be seen. (D) At 6.4 years postoperatively, the state of osteolysis and radiolucency can be seen immediately before revision.
Discussion

Registers are designed in large part to identify treatment failures and therefore the underlying failure mechanisms are not always understood. One method of enhancing their ability to identify the root causes of failures is to coordinate survivorship and retrieval analyses. To demonstrate this concept, we present the results of our investigation of the increased RR observed for the Titan® femoral stem. Historically, the performance of cemented titanium alloy femoral stems has been mixed. They are generally considered to perform unsatisfactorily; however, some designs have survivorship ranging from 97.7% at 9 years to 95.4% at 13 years [3, 4, 11]. In 2008, surgeons identified a change in the performance of the Titan® stem, and the NAR later reported a drop in survivorship due to aseptic loosening from about 2000 [5]. As survivorship data alone could not identify the reasons for the deterioration in performance [8], a joint investigation between the NAR and a national retrieval center was initiated to determine whether aseptic loosening in stems after 2000 was associated with (1) appearance of osteolytic lesions, (2) wear particle exposure, (3) stem damage, or (4) changes to the implant or surgical instrumentation.

This investigation is subject to a number of limitations. First, we did not retrieve all failed stems and therefore it is possible our retrieval analysis is not representative of the larger population. However, aseptic loosening of cemented femoral stems due to wear particles released from abrasion of the stem on the cement is well documented [20] and commonly associated with cemented titanium alloy stems [17, 24]. From our findings, it is reasonable to conclude a similar mode of failure in this study. Second, the clinical relevance of the reported dates of product changes is dependent on the assumed delay between sterilization and clinical use. The length of delay was based on evidence for the stems collected in our retrieval study, which may not represent the larger population. Further, it is likely newer versions reached hospitals over time, depending on the popularity of implant size/option, size of hospitals stock, and patient volume. This prevents us from identifying a correlation between product changes and RR but not the approximate comparison of time frames we have made. Third, by not including well-functioning stems from Groups C and D in our retrieval analysis, it is possible osteolysis is common in well-functioning Titan® stems.

However, based on previous reports of failure mechanisms in cemented titanium stems [17, 24], it is reasonable to
assume our conclusion concerning our first question is valid.

All patients revised for aseptic loosening were implanted from 1999, and of the 16 assessed radiographically, all had developed osteolytic scallops larger than 3 mm in the proximal femur before revision. Radiolucency at the prosthesis-cement interface was evident in each case.

The accompanying periprosthetic tissue contained foreign body particles and associated tissue reaction. Periprosthetic tissue collected from a well-fixed stem was healthy and did not show a discernible level of foreign body debris. In contrast, samples from failures due to aseptic loosening showed connective tissue with macrophage infiltration, giant cell formation, and a considerably larger quantity of zirconium, titanium, and aluminum particles. The mean particle size from all cases was submicron, which has been implicated in the onset of wear particle-induced osteolysis [18]. Such clinical findings have previously been associated with debonding at the stem-cement interface, followed by micromovement, generation of bone-cement and titanium particulate wear debris, and ultimately loosening secondary to osteolysis [17]. There was no evidence to suggest polyethylene wear had contributed to osteolysis, with less than 0.1% of particles being polyethylene.

Severe abrasion was observed on the anterolateral and posteromedial regions of all stems that were revised for aseptic loosening. Such damage is due to retroversion torque as previously documented in cases of loosening in cemented stems [1, 17]. This further supports the hypothesis that wear particles generated by micromovement at the cement-stem interface resulted in osteolysis leading to loosening.

Four stages of design were observed in the retrieved components. The stem’s geometry changed after 1994. The chemical composition of the stem’s oxide layer changed

<table>
<thead>
<tr>
<th>Group</th>
<th>Geometry and color</th>
<th>Oxide layer aluminium content (% weight)*</th>
<th>Surface roughness (Ra) (µm)*</th>
<th>Mark on stem</th>
<th>Sterilization date</th>
<th>Time frame of introduction</th>
</tr>
</thead>
</table>
| A     | Shallow cement key (0.7 mm)  
Introducer holes on the superior and inferior faces of the neck  
Dark blue color | 24.0 ± 3.4 | 0.65 ± 0.06 | Landos | Up to 1994 | Up to 1996 |
| B     | Deep cement key (1.1 mm)  
Single, small introducer hole on superior face of neck  
Dark blue color | 25.0 ± 2.6 | 0.69 ± 0.05 | Landos | November 1997 | 1998–2000 |
| C     | Deep cement key (1.1 mm)  
Single, small introducer hole on superior face of neck  
Paler gray-blue color | 13.5 ± 2.1 | 0.68 ± 0.12 | DePuy | November 1998 to September 2004 | 1999–2001 |
| D     | Deep cement key (1.1 mm)  
Single, small introducer hole on superior face of neck  
Paler gray-blue color | 13.7 ± 0.7 | 0.78 ± 0.07 | No mark | June 2007 to January 2008 | 2007–2009 |

* Values are expressed as mean ± SD.
from high to low aluminum content between November 1997 and November 1998. A characteristic of this change was that the color changed from a dark blue to a paler gray-blue, which was visible to the naked eye. This change was also apparent in marketing literature. The composition of oxide films on titanium alloy are known to vary with the method of preparation [2, 21] and alloy grain structure, which are two potential causes for the observed change. There was no difference (p = 0.32) between the mean surface roughness (Ra) of the undamaged sand-blasted surfaces of the groups. The national distributor and the current manufacturer confirmed the tool used to prepare the femoral cavity changed from a rasp to a broach in 1999. A detailed investigation of survivorship revealed the RR with aseptic loosening as the end point was 4.7 times higher from 2001 to 2008 than from 1996 to 2000 [8]. Considering the likely delay between the date of sterilization and the date of implantation, it is reasonable to conclude the change in the chemical composition of the stem’s oxide layer and introduction of the broach may have contributed to this drop in performance. Although of interest from the perspective of product continuity, the observed changes to the stem geometry were considered too early to have caused the drop in performance. In general, it is understood the strength of the cement-bone interface is dependent on the quality of interdigitation [15], which may be different for bone prepared with rasp or a broach. However, no subsidence of cement or cement-bone radiolucency was observed on the radiographs, indicating a weak bone-cement bond. On the other hand, the surface finish of a cemented femoral stem can have a substantial effect on its performance [7, 12, 14, 19, 22].

Our study demonstrates the benefits of integrating a retrieval center into the workflow of a national arthroplasty registry. Retrieval centers are powerful research tools in their own right; however, coordination with a register in a registry. Retrieval centers are powerful research tools in retrieval center into the workflow of a national arthroplasty performance [7, 12, 14, 19, 22].

References


